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Measurement of THD with 70dB passive attenuator between generator and ADC.
THD is about 0.049% with -70dB attenuation all signals.
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Linear Technology AN67 ultra-low THD
sine generator. THD measurement with 70dB passive attenuator
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THD: 0.04929 %
Peak: 9951.416 Hz

Peak: -86.661 dB
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